[Intravenous digital subtraction angiography (i.v. DSA) of the leg arteries using a movable table].
Sixty-three I.V. DSA examinations of the lower limbs, using a movable table top, are reported. In 92% the examination was adequate. The amount of contrast required for each examination was reduced by having the movable table top. In 8% the examination was inadequate because of increased circulation time, movement of the patient during table top travel or reduced blood flow through severe or long stenoses.